[A system for improving the quality of the image in knee arthrography].
A simple and inexpensive technique for arthrography is described. A standard fluoroscopic unit with overhead tube is used. A special cassette holder allows the use of cassettes with a screen-film combination normally used for mammography. An exceptionally good combination of factors important for a good image quality is obtained.